Maquet Vasoview Hemopro VH-3000 vessel harvesting system may self-activate or fail to deactivate, potentially resulting in injury.
The Harvesting Tool component of the Maquet Vasoview Hemopro VH-3000 vessel harvesting system may self-activate or may fail to deactivate, increasing the chance of thermal injury to the patient or staff, or of igniting a fire. Users of this product must be aware of the potential for either of the unintended activation problems to occur and must be familiar with Maquet's recommendations for dealing with the issue, which are provided in the system's instructions for use.